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Shipment: 285

Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

D Target * Limits Limits
Sample: Non Potable Water Phenols
Phenols ** mg/L 8509 SM 18 5530 1.91 1.79 1.26 - 2.33 0.992 - 2.60 Satisfactory
EPA Code: N/A (USGS Only) 66 passed out of 70 reported results.
Sample: Non Potable Water Purgeables
1,1,1-Trichloroethane ** ug/L 8513 USGS 38.3 313" 23.3-38.1 19.7-41.7 Check For Error
EPACode: N/A 0-4127-96 99 passed out of 105 reported results.
1,1,2,2-Tetrachloroethane ug/L 8513 USGS 19.2 16.2 7.13-25.2 Satisfactory
EPA Code: N/A 0-4127-96 99 passed out of 101 reported results.
1,1,2-Trichloroethane ug/L 8513 USGS <04 <250* Satisfactory
EPA Code: N/A 0-4127-96 101 passed out of 103 reported results.
1,1-Dichloroethane ug/L 8513 USGS <035 <15.0" Satisfactory
EPA Code: N/A 0-4127-96 96 passed out of 89 reported results.
1,1-Dichloroethene ug/t 8513 USGS 59.2 50.3 26.5-74.2 Satisfactory
EPA Code: N/A 0-4127-96 98 passed out of 103 reported results.
1,2-Dichloroethane ** ug/lL 8513 USGS 705 572" 45.6 - 69.4 39.7-75.3 Check For Error
EPA Code: N/A 0-4127-96 95 passed out of 100 reported results.
1,2-Dichlorobenzene ** ug/L 8513 USGS 65.1 536" 425-64.3 37.1-69.7 Check For Error
EPA Code: N/A 0-4127-96 112 passed out of 115 reported results.
1,2-Dichloropropane ug/t. 8513 USGS <0.29 <100~ Satisfactory
EPA Code: N/A 0-4127-96 100 passed out of 102 reported results.
1,3-Dichlorobenzene ** ug/l 8513 USGS 20.3 18.1~ 136-216 11.5-23.6 Satisfactory
EPA Code: N/A 0-4127-96 110 passed out of 113 reported results.
1,4-Dichlorobenzene ** ugfL 8513 USGS 276 239° 18.3-28.5 15.8 - 31.1 Satisfactory

O-4127-96

EPA Code: N/A

114 passed out of 116 reported results.



